Evaluation of a ventilation monitor.
The Bourns LS-75 Ventilation Monitor is compared with industrial flow standards in a closed test loop. Accuracy was found to be better than 2.5% of full scale. Changes in gas composition, temperature, pressure or humidity caused the flow meter to change by less than +/- 4% of reading.